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The demand for higher data rates and better synchronization in communica¬ 
tion and navigation systems necessitates the development of new wideband and 
tunable sources with noise performance exceeding that provided by traditional 
oscillators and synthesizers. Precision synthesis is paramount for providing 
frequency references and timing in a broad range of applications including 
next-generation telecommunications, high precision measurement, and radar 
and sensing. Here we describe a digital-photonic synthesizer (DPS) based on 
optical frequency division that enables the generation of widely tunable signals 
from near DC to 100 GHz with a fractional frequency instability of 1 part in 
10^^. The spectral purity of the DPS derived signals represents an improve- 
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ment in close-to-carrier noise performance over the current state-of-the-art of 
nearly 7 orders of magnitude in the W-hand (100 GHz), and up to 5 orders of 
magnitude in the X-hand (10 GHz). 

Introduction 

In standard synthesizer architeetures, the elose-to-carrier noise of the synthesized signal is de¬ 
termined by the multiplied noise of a quartz erystal referenee. Recent efforts in photonic (i-5) 
and MEMS ( 6 - 8 ) based sources have been driven by the prospect for devices with better timing 
and higher carrier frequency than crystal oscillators. Photonic approaches to signal generation 
offer wideband operation at sub-THz frequencies with fast tuning and high signal-to-noise ra¬ 
tio ( 9 - 12 ). However, because many photonic architectures still rely on quartz oscillators as a 
reference, their noise performance is not significantly improved over what can be achieved with 
conventional electronics ( 13 , 14 ). 

A synthesizer using a time-base derived via optical frequency division (OFD) ( 15 ) offers 
several technical advantages over techniques based on electronic crystal oscillators (See Fig.[^. 
Optical reference cavities exhibit extremely low loss and drift and thereby achieve much higher 
quality factors (Q~10^^) and lower instabilities (< 10“^^ at 1 s) than electronic resonators ( 16 , 
17 ). Synthesis begins with the reference at optical frequencies (100s of THz), yielding reduction 
in the reference noise power on a derived microwave carrier by the division factor squared. 
High power and high linearity photodiodes now allow for generation of Watt-level microwave 
carriers ( 18 , 19 ), and residual noise supporting frequency instabilities of 10“^^ at 1 s averaging 
on a 10 GHz carrier ( 20 ). Finally, OFD produces a microwave harmonic spectrum of equally 
spaced tones, from DC up to the photodiode bandwidth (e.g. typically 10-100 GHz), each 
carrying the stability of the optical reference and with a noise floor approaching 18 orders of 
magnitude below the carrier ( 21 ). 
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While OFD provides a set of high speetral purity referenee frequeneies, ultimately the 
broadest utility requires transfer of the optieal stability to any radio, mierowave or millimeter- 
wave frequeney in a user defined, frequeney-agile way. For example, frequeney hopping eom- 
munieations (22), as well as stepped and eontinuously swept frequeney radar require frequeney 
agility and fast tuning while maintaining high speetral purity (23, 24). Here we aeeomplish 
broadband frequeney agility, preeision tuning, and ultra-low phase noise simultaneously by us¬ 
ing OFD as the timebase to a digital-photonie synthesizer (DPS). 

Results 

Photonic timebase 

Fig. shows a simplified experimental setup for our DPS. A more detailed explanation of our 
proeedures ean be found in the Methods seetion. The timebase for our synthesis teehnique is 
a mierowave frequeney eomb derived via division by 10^ of an ultra-stable frequeney refer¬ 
enee at 518 THz. Optieal frequeney division results in a mierowave eomb and not a single 
mierowave frequeney beeause the optieal divider itself is an optieal frequeney eomb based on 
a mode-loeked laser. Stabilizing the optieal frequeney eomb to the optieal referenee transfers 
its stability to the timing in the mode-loeked optieal pulse train (4,25,26). Photodeteetion eon- 
verts the stable optieal pulse train to a stable eleetronie pulse train whose frequeney speetrum 
eomprises diserete and equally spaeed tones, i.e. the mierowave frequeney eomb. The lowest 
order harmonie represents the pulse repetition rate, frep, whieh is 2 GHz for our experimental 
demonstration. Any one of the myriad tones generated within the bandwidth of the photodiode 
(PD) may be used as a low noise eleetronie souree. 
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Figure 1: The simplified and generalized arehitecture for a digital-photonie synthesizer (DPS). 
A low drift and high stability optical cavity is used as a reference to stabilize the spectrum 
of an optical frequency comb divider (OFD). Photodetection of the stabilized OFD spectrum 
results in a microwave harmonic comb spanning the photodetector bandwidth with a spacing of 
frep- This microwave harmonic comb serves as the time base to a digital synthesizer. In our 
particular implementation, the lowest order frep = 2 GHz harmonic is used as a clock from 
which a direct digital synthesizer (DDS) digitally synthesizes phase tunable RF frequencies 
from foDS = DC to 800 MHz. This tuning range is extended up to 20 GHz by mixing the 
output of the DDS with subsequent harmonics, nfrep, of the microwave harmonic comb. Opto¬ 
electronic multiplication by 10 of (nfrep + fons) allows for extension of synthesis to mm-wave 
frequencies (20—100 GHz). 
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Radio frequency digital-photonic synthesis 

Some frequency agility of the microwave comb is possible by tuning the repetition rate of the 
optical pulse train, but this tends to be slow and limited to 1-2% due to stability constraints of 
the mode-locked laser cavity (27). A combination of OFD and regenerative frequency division 
can yield RF signals with extremely low noise (75), but this does not enable frequency tuning. 
Direct digital synthesis (DDS) offers an attractive approach to synthesis because with a single 
clock input it allows for digitally generated signals with fast slew rates (< 1 /rs), precise phase 
tuning and low residual noise {28). 

The DDS on its own exhibits very low residual noise that is typically overwhelmed by the 
timing error of a quartz based clock signal. The 2 GHz clock supplied via OFD provides a 
timing stability that is 100 times better than oven-controlled quartz, and 20 times better than 
BVA quartz (29). As a result, using OFD as the clock to a DDS we can produce a continuously 
tunable RF source whose noise is limited only by the digital electronics, yielding signals with 
noise that is lower than a state-of-the-art quartz-based synthesizer. 

Fig. [^a) shows the absolute phase noise of signals synthesized over a frequency band from 
5—100 MHz by clocking a DDS with the lowest order OFD microwave harmonic at 2 GHz. The 
absolute phase noise was measured via comparison to a second independently clocked DDS, 
comprising a second OFD referenced to an ultra-stable optical cavity at 282 THz. Although the 
DDS can digitally synthesize signals up to 40% of the clock frequency, the displayed frequency 
range in Fig. |^(a) from 5 — 100 MHz was chosen to allow for a clear distinction in the noise 
between the DPS-RF, DPS-X-band and DPS-W-band signals. We find that the baseline of our 
measurements is limited by the residual noise of the DDS. Nonetheless, the signals derived via 
the OFD driven DDS yield tunable signals with a fractional frequency instability of less than 3 
parts in 10^"^ at 1 s averaging (see Fig.j^b)), and exhibit phase noise levels comparable or better 
than that achieved by state of the art, fixed-frequency crystal quartz oscillators. 
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Figure 2: The two oscillator comparison for characterization of the a) phase noise and b) frac¬ 
tional frequency instability of signals derived via photonic-digital synthesis in three frequency 
bands: RF (black), X-band (blue), and W-band (red). In a), the single sideband phase noise 
measures the level of the noise sidebands relative to the stated carrier frequencies. For the sig¬ 
nals synthesized from 5 — 100 MHz, the noise is lowest at 5 MHz and increases until the top 
of the band at 100 MHz. For synthesized signals about 10 and 100 GHz, the noise increases 
with tuning away from the unshifted harmonics at 10 and 100 GHz. Also included in b) is the 
instability of the optical reference at 282 THz, which limits the frequency instability of the 10 
and 100 GHz synthesized signals at times greater than 1 s. 


6 



















































X-band digital-photonic synthesis 

Currently the maximum clock frequency of a state-of-the-art DDS is a few GHz, limiting its 
tuning range. However, using simple mixing techniques, we can leverage the microwave comb 
to extend the synthesis range by using the RF signal from the DDS to up- or down-shift the 
frequency of any harmonic within the OFD spectrum. In principle, shifting an OFD harmonic 
with the output of the DDS by up to /2 would allow for the generation of any frequency 
from near DC up to the highest harmonic detected from the OFD (up to 20 GHz with the 
photodiode used in our experiments here). 

Although the above described synthesis scheme could allow for continuous tuning from near 
DC to 20 GHz, in the measurement below we only explore synthesis in a limited band around 
10 GHz since agility at this frequency has application to pulsed X-band radar (23,30). 

As seen in the lower portion of Fig. generation of the agile 10 GHz signal is obtained by 
combining the 5th harmonic at 10 GHz from the OFD harmonic spectrum with the synthesized 
output from the DDS using a single sideband mixer (31). The single sideband mixer allows for 
efficient up- or down-shifting of the OFD harmonic frequency while suppressing the local oscil¬ 
lator and image signals. Subsequent comparison with a second nearly identical but independent 
system allows for characterization of the tunable 10 GHz signal phase noise at times less than 
1 s, as well as characterization of the signal stability at times greater than 1 s. 

Fig. 1^ (a) and (b) show the results of the absolute phase noise and fractional frequency 
instability measurements of the synthesized signals from 9.5 GHz to 10.5 GHz. In Fig. |^we 
see that the phase noise of the native 10 GHz harmonic is -105 dBc/Hz at 1 Hz offset. Synthesis 
about this carrier results in added noise from the DDS. For offsets from the 10 GHz harmonics 
greater than 250 MHz, the added noise of the DDS dominates that of the unshifted 10 GHz 
signal. Nonetheless, in Fig.j^we observe that the synthesized signals from 9.5 GHz to 10.5 GHz 
maintain a combined close-to-carrier noise below -97 dBc/Hz at a 1 Hz offset and fractional 


7 


frequency stability below 2 x 10“^® at 1 s averaging time. 

A source that combines low noise with fine frequency resolution is important in improv¬ 
ing the security in communications by enabling both faster carrier detection and frequency 
hopping (22). As a test of the resolution possible with our agile signals we demonstrate fine fre¬ 
quency stepping of the 10 GHz source. Figure[^(a) shows the simplified setup for the readout of 
a stepped 10 GHz signal from a photonic-digital synthesizer. In our measurement the step size 
was 300 /iHz. The 10 GHz stepped source from one digital-photonic synthesizer was mixed 
with a local oscillator near 10 GHz and the down-converted signal was counted with a gate 
time of 1 s. Figure [^(b) shows the readout of the stepped signal as performed with two local 
oscillators; a fixed 10 GHz signal from a H-maser referenced synthesizer, and a fixed 10 GHz 
signal from a second DPS. As seen in Fig.[^(b), it is only possible to resolve the fine frequency 
steps of the photonically generated 10 GHz signal with a second DPS since the electronically 
referenced synthesizer lacks the necessary frequency resolution. 

W-band digital-photonic synthesis 

Extension of digital-photonic synthesis beyond the bandwidth of the photodetector can be 
achieved via several different architectures. Electronic multiplication can be employed to mul¬ 
tiply X-band signals to the W-band (32, 33). While this method is adequate for quartz-based 
synthesizers, it degrades the spectral purity and limits the high-frequency noise floor (as will 
be discussed in greater detail below) of our DPS signals. An additional drawback of electronic 
multiplication is that it does not allow for efficient distribution of W-band signals, which would 
require expensive and lossy waveguide components. In our approach below we employ opto¬ 
electronic multiplication of X-band signals derived via DPS to enable lower-noise synthesis and 
efficient fiber-optic distribution of ultra-low noise mm-wave signals. 

As seen in the lower right inset in Eig.^a), we achieve 10 times opto-electronic multiplica- 
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Figure 3: a) Simplified setup for eleetronie readout of a finely stepped DPS near 10 GHz with, 
in one ease, a H-maser refereneed synthesizer and, in the other ease, with a seeond 10 GHz 
DPS souree. b) Readout of a stepped 10 GHz DPS souree with (grey line) a H-maser refereneed 
synthesizer and (red line) a seeond 10 GHz DPS souree eounted with a 1 s gate time. 
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tion of our 10 GHz DPS signal by phase modulating a continuous wave (CW) laser at 1550 nm 
with an electro-optic modulator (EOM) (9, 10,34-36). The EOM is overdriven by the agile 10 
GHz signal producing phase modulation sidebands (up to greater than ±5) about the CW op¬ 
tical carrier. The resulting 10 GHz spaced EOM comb was then centered midway between the 
modes of a 100 GHz spaced optical etalon. Eiltering with the optical etalon allowed for selection 
of two optical modes separated by 100 GHz with an average optical power of 15 mW. Subse¬ 
quent photodetection with a waveguide-coupled unitraveling-carrier (UTC) photodiode {37,38) 
allowed for derivation of an electrical 100 GHz signal with —5 dBm carrier strength. 

We derived tunable mm-wave signals from 98 — 102 GHz by driving the EOM with agile 
10 GHz signals. The frequency band was limited only by the 100 GHz etalon whose optical 
modes exhibit only a few GHz of bandwidth. Agility over a larger band would be possible with 
a tunable optical etalon or a reconfigurable optical filter. 

Characterization of the millimeter-wave spectral purity was obtained via comparison to a 
second independent system comprising a second W-band DPS. Eig.j^shows the measured phase 
noise and fractional frequency instability of the generated W-band signals. As seen in Eig.|^(a), 
noise added by the DDS on the agile 10 GHz source resulted in a slightly higher phase noise at 
all offset frequencies. Eor all synthesized signals in the band 98—102 GHz, the absolute phase 
noise was less than -80 dBc/Hz at 1 Hz offset, falling to a noise floor of -130 dBc/Hz at 1 MHz 
offset from the carrier. The corresponding integrated timing noise was less than 1 fs integrated 
from 1 Hz to 1 MHz. Also seen in Eig.|^(b), the fractional frequency instability was less than 
2 X 10“^® at 1 s averaging time, reproducing the stability of the optical reference cavities. 

Eig.|^(b) shows a comparison between the absolute phase noise of W-band signals generated 
via optical and electronic multiplication of 10 GHz signals generated via DPS. Also shown is 
the residual noise contributed by the opto-electronic multiplication setup, including the 100 
GHz phase noise measurement setup. The dominant source of noise for offset frequencies from 
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Figure 4: a) Simplified experimental setup for opto-eleetronie multiplieation of 10 GHz signals 
to 100 GHz. Sidebands spaeed by 10 GHz from the X-band DPS are modulated onto a 1.5 /im 
laser with an eleetro-optie modulator (EOM) driven by the 10 GHz from the DPS. An optieal 
etalon is used to filter two 100 GHz spaeed optical modes for efficient photodetection of a 
100 GHz electrical signal, b) Characterization of noise sources at 100 GHz. Absolute phase 
noise of two 90 GHz signal obtained via 9 times electronic multiplication (blue trace) and 
two 100 GHz signals obtained via opto-electronic multiplication (red trace) of photonically 
generated 10 GHz signals. The green trace shows the baseline level obtained for measurement 
of the residual noise of the 100 GHz photodetection. The blue shaded area shows the excess 
noise in opto-electronic multiplication. The filled green squares shows the calculated 10 times 
multiplication of the 10 GHz phase modulator drive signal. 
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1 Hz— 1 kHz results from opto-electronic conversion in the high speed photodetectors (green 
trace), from which we can estimate an upper limit to the flicker level of -100 f~^. The blue 
shaded area from 10 kHz - 3 MHz indicates the combined noise of the 1.5 fxm CW laser, FM-to- 
AM conversion in the optical etalon as well as AM-to-PM conversion in the EOM. We believe 
the latter to be the dominant noise source in this frequency range. Intensity stabilization of the 
10 GHz drive signal could be employed in the future to minimize phase noise due to AM-to-PM 
in the multiplication setup. From the residual noise measurements above, we find that 10 times 
opto-electronic multiplication can support the derivation of stable mm-wave signals at a level 
of 1 part in 10^® at 1 s averaging. 

In principle, the technique of opto-electronic multiplication with filtering can be used to 
generate microwave/mm-wave signal at any multiple of the EOM drive frequency, up until the 
cut off of the W-band photodetector (9, 10). Aside from supporting the very low noise possible 
with OED, electro-optic modulation allows for efficient dissemination of microwave and mm- 
wave signals via a telecom carrier (39). The latter has immediate applications to radio-over¬ 
fiber (40) and at large scale facilities such as free-electron laser centers (41), as well as in radio- 
astronomy (31, 42). Because opto-electronic multiplication allows for efficient dissemination 
of microwave and mm-wave signals via a telecom carrier (39), its combination with very low 
noise OED has immediate applications to radio-over-fiber (40) and timing distribution at large 
scale facilities such as free-electron laser centers (41), and phase-array radio-telescopes (31, 
42). Einally, the techniques we introduce should be applicable to the generation of a low- 
noise microwave and millimeter wave signals with significantly improved stability for improved 
resolution and precision in optical arbitrary waveform generation, optical signal processing and 
ranging (43,44). 
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Conclusion 


We demonstrated ultra low-noise synthesis of agile RF, X-band, and W-band signals using op¬ 
tical frequency division as the time base for direct digital synthesis. Using this technique we 
have synthesized X-band signals at 10 GHz with a close to carrier noise of -100 dBc/Hz and 
a fractional frequency stability of close to 1 x 10“^®. Opto-electronic multiplication provides 
the extension of synthesis to the W-band at 100 GHz with a close to carrier phase noise level of 
— 80 dBc/Hz at 1 Hz, and falling to a noise floor of —145 dBc/Hz at 10 MHz. A comparison 
with other synthesizers and fixed sources in Fig. 5 shows the power of digital-photonic synthesis 
(DPS). As can be seen in Fig.|^(a), our DPS demonstrated a spectral purity comparable with the 
best BVA quartz oscillators but with the benefit of full DDS agility. In the X-band at 10 GHz, 
we have demonstrated up to 5 orders of magnitude (> 50 dB) improvement in the close-to- 
carrier phase noise performance for tunable 10 GHz signals (see Fig.[^(b)). For agile 100 GHz 
generation, we have demonstrated up to 7 orders of magnitude (>70 dB) improvement in the 
close-in noise, and greater than 20 dB improvement in the high frequency noise floor (see Fig.[^ 
(c)). Although we limited our measurements to three frequency bands, the technique outlined in 
this article can allow for a continuously tunable, low-noise source from near DC to greater than 
100 GHz. With ongoing developments in compact and robust optical reference cavities (45) and 
comb generators (4(5), DPS with ultra-low noise could move from laboratory demonstrations to 
system integration in next-generation telecommunications, test and measurement, and radar. 

Methods 

In our measurements, characterization of the absolute phase noise and fractional frequency in¬ 
stability was obtained using two nearly identical, but independent digital-photonic synthesizers. 
This required duplication of the entire digital-photonic setup for comparison against a second 
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Figure 5: Single oseillator comparison of the spectral purity of tunable (shaded region) and fixed 
sources (dashed line) as compared to DPS for carrier frequencies a) 10 MHz, b) 10 GHz (5, 47, 
48) and c) 100 GHz {10,13,14,49). 
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system as a reference. In the sections below we describe only a single system, but indicate 
important differences between systems when relevant. 

Optical reference cavity: We employ two optical frequency references, one at 282 THz and 
the other at 518 THz. The optical frequency references are passive, two-mirror optical cavities 
constructed with a low-expansion glass ULE spacer with near zero thermal expansion at room 
temperature. The optical cavity is held in a temperature-controlled vacuum chamber to isolate 
it from environmental perturbations. The cavity is mounted such that acceleration of the cavity 
is minimally coupled to changes in length. The cavity exhibits an impressively small absolute 
length change that averaged over 1 s is less than the diameter of an atomic nucleus (1 femtome- 
ter). An intensity-stabilized, single-frequency laser is locked to a single longitudinal mode of 
the optical reference cavity using the Pound-Drever Hall stabilization scheme (50). The cavity 
stabilized light is delivered via noise-cancelled optical fiber (51) to the modelocked laser that 
performs division of the optical carrier. Ideally, division of the 282 THz (518 THz) optical 
carrier to 10 GHz or 100 GHz would reduce the optical phase noise power spectral density by 
89 dB (92 dB) or 69 dB(72 dB), respectively. 

Optical frequency comb divider: In our experiments we used two optical frequency comb 
dividers based on passively modelocked octave spanning Ti:Sapphire lasers (52), both with 
a native repetition rate of 1 GHz (pulse period of 1 ns, round trip cavity length of 30 cm). 
Each laser produced greater than 1 W average power with a usable optical bandwidth from 
600—1200 nm. The optical comb spectrum is characterized by two RE frequencies, the laser 
repetition rate frep and the laser offset frequency /q. Any optical mode, n, of the comb can be 
described as I'n = fo + nfrep- The optical spectrum of an OED is stabilized by acting on the 
laser cavity length using a piezo-actuated mirror, and on the laser pump power via an acousto¬ 
optic modulator. This allows for control of the laser repetition rate and the laser offset frequency, 
respectively. The laser offset frequency is measured using the technique of self-referencing (55). 
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The OFD spectrum is stabilized to the optical reference via optical heterodyne with the cavity- 
stabilized laser described above (54). This generates a RF beat note that measures the difference 
between a single comb line and the cavity-stabilized laser. Feeding back to the cavity length of 
the OFD to stabilize the frequency of the optical beat signal against a synthesized RF frequency 
transfers the stability of the optical reference to every optical mode of the OFD. 

Optical photodetection of the frequency comh: Stabilization of the modelocked laser spec¬ 
trum, in the manner described above, results in an optical pulse train with a pulse-to-pulse 
timing error of less than 1 femtosecond. Photodetection with a modified-uni-travelling car¬ 
rier (MUTC) photodiode (55) is then used to convert the optical pulse train to an electrical one. 
Pulse interleaving (5(5) that effectively multiplies the pulse repetition rate from 1 GHz to 2 GHz, 
is used to help to alleviate nonlinearties in photodetection by reducing the energy per pulse. 
Frequency conversion using DDS and OFD: We employed a DDS (Analog Devices 9914Q) 
that can synthesize analog signals, /dd 5 , up to 800 MHz when clocked with the lowest order 
harmonic from the OFD at 2 GHz. For efficient shifting of the 10 GHz OFD harmonic by the 
output of the DDS we employed an IQ mixer. This frequency converter has 3 input ports (I, Q, 
and LO), and one output port. The LO port is driven at -I-IO dBm with the 10 GHz from the 
OFD. Ideally, by driving the I and Q ports in quadrature and with equal amplitude at /dds, the 
IQ mixer produces one strong tone at 10 GHz -i- foDS and suppresses both the LO signal at 10 
GHz and the image frequency at 10 GHz— f^DS- By switching the phases of the I and Q ports 
by 90 degrees one can choose which image signal is selected. For simplicity a broadband hybrid 
coupler (5-500 MHz) was employed to split the signal from the DDS input to the I and Q ports 
of the mixer, which limited our synthesized X-band bandwidth to 9.5—10.5 GHz. Although the 
amplitude and phase out of the coupler was not perfectly balanced, we observed suppression of 
the local oscillator and image signals by approximately 30 dB. Careful setting of the phase and 

^ * Any use of trade, firm, or product names is for descriptive purposes only and does not imply endorsement by 
the U.S. Government. 
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amplitude to the I and Q ports of the mixer could significantly improve the suppression of the 
image frequency, and small DC offsets into the I and Q ports can improve rejection of the LO 
signal. 

The synthesized X-band signals output from two similar but fully independent X-band syn¬ 
thesizers were compared using a double balanced X-band mixer. In our phase noise measure¬ 
ments, the difference frequency between the two tunable 10 GHz signals was always maintained 
at a difference frequency of 25 MHz. This intermediate frequency was input to a Symmetricom 
5125A* phase noise analyzer for measurement of the phase noise and Allan deviation. A low 
noise 5 MHz quartz oscillator was used as a stable reference for phase noise and frequency 
counting measurements ( 5 MHz phase noise of -120 dBc/Hz at 1 Hz offset). 

Opto-electronic multiplication and characterization of 100 GHz signals: For generation 
and comparison of agile 100 GHz signals, we employed low-loss electro-optic modulators, each 
driven by independent 10 GHz signals with carrier strengths between 25-30 dBm. The EOMs 
were used to phase modulate a single 20 mW, 1.5 /rm CW laser. Prior to being split between 
the two EOMs, the laser was amplified to 200 mW using a polarization maintaining Er-doped 
fiber amplifier. The modulated CW laser was centered midway between the optical modes of 
the 100 GHz fiber-coupled optical etalons, each with a 10 GHz optical linewidth. Consequently, 
the etalon only passed harmonics with the order -i-5 and -5, yielding two optical lines separated 
by 100 GHz with residual 10 GHz sidebands -10 dB down from the optical carrier. Using two 
NEE lOD-PME*, W-band UTC photodiodes, biased at -2 V and directly coupled to a WRIO 
waveguide, we were able to extract a 100 GHz carrier of -5 dBm (5 mA photocurrent) with 
approximately 15 mW incident on each photodetector. 

The tunable 100 GHz signals from two photodetectors were compared using a W-band phase 
bridge built from waveguide components. The two branches in the phase bridge, EO and RE, 
took the signals output from two photodiodes and compared them using a W-band mixer. Both 
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branches of the phase bridge required amplifieation for proper operation of the mixer. A low- 
noise amplifier was used in the RF braneh to drive the RF port of the mixer at 0 dBm and a 
power amplifier was used to drive the LO port of the mixer at -i-15 dBm. The intermediate 
frequeney output from the W-band mixer at 50 MHz was filtered and amplified and then input 
to a Symmetrieom phase noise test set to evaluate the phase noise and frequeney stability. 

Evaluation of the W-band photodeteetor and opto-eleetronie multiplieation setup residual 
noise, as well as measurement of the absolute 100 GHz phase noise to 10 MHz offset, required 
that the W-band phase bridge was driven in quadrature by two 100 GHz signals of the same 
frequeney. A phase shifter in the RF braneh of the phase bridge was used to plaee the signals 
in quadrature. The DC signal output from the mixer was then amplified with a low noise IF 
amplifier and the eombined phase noise measured with veetor signal analyzer with a bandwidth 
of 10 MHz. 
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